Introduction
============

Ultra-high-molecular-weight polyethylene (UHMWPE) is commonly used as the load-bearing materials of bone implants such as hip prosthesis, sutures in osteorrhaphy, and synthetic ligaments.[@b1-ijn-12-7737],[@b2-ijn-12-7737] The advantages of UHMWPE such as high tensile strength, good wear resistance, and chemical stability were appropriate for the biological and mechanical requirements of orthopedic applications,[@b3-ijn-12-7737] but the focal problems such as the postoperative osteolysis induced by UHMWPE wear particles and the poor bone--implant healing interface caused by scarcity of biocompatibility were needed to be solved imperatively.[@b4-ijn-12-7737]

The two attributes called the hydrophilicity and surface topography, which depend on the surface chemistry and roughness of the biomaterial, mainly determine the cytocompatibility of an implant.[@b5-ijn-12-7737] The production process of UHMWPE fibers called gel spinning determines whether the degree of crystallinity and the level of macromolecular orientation of the product were high, which could help the product to get a high tenacity.[@b6-ijn-12-7737],[@b7-ijn-12-7737] However, some problems such as low surface energy and poor surface adhesion constrain its applications.[@b8-ijn-12-7737],[@b9-ijn-12-7737] Many techniques have been studied to address the shortcomings of UHMWPE fibers for biomedical applications. On one hand, in order to decrease the size of wear particles to enhance the long-term functional performance of UHMWPE implants, many methods that could improve its tribological properties are tried. Various materials such as multiwalled carbon nanotubes, resin, and carbon fibers have been used as fillers to synthesize composite based on UHMWPE.[@b10-ijn-12-7737],[@b11-ijn-12-7737] However, the inherent tensile strength of improved wear-resistance composite materials are not always high enough to produce UHMWPE with high tensile strength.[@b12-ijn-12-7737] On the other hand, in order to solve the graft--bone healing problem, many methods that could improve the biological performance of UHMWPE via modifying the surface are tried. Several methods such as gamma irradiation, chemical grafting, laser texturing modifications, and plasma surface treatment have been studied.[@b5-ijn-12-7737],[@b13-ijn-12-7737]--[@b15-ijn-12-7737] Most of the recent works have been focused on the designing of the coating methods, which should protect the bone tissue from periprostheticosteolysis and improve the biocompatibility of the material. Nylon coating,[@b16-ijn-12-7737] titanium and hydroxyapatite coating,[@b17-ijn-12-7737] and gold coating[@b18-ijn-12-7737] showed effectiveness on the improvement of biological performance of UHMWPE. To the best of our knowledge, the studies of applying biomolecular coatings incorporating growth factors to modify UHMWPE have not been accomplished.

With regard to the graft--bone healing process, several studies have proved that angiogenesis occurred before the onset of osteogenesis.[@b19-ijn-12-7737] Besides, in the initial stage, recruitment of osteogenic cells to the implant surface is necessary to osseointegration. Vascular endothelial growth factor (VEGF) has been demonstrated to improve angiogenesis and act as a central mediator on the bone repair cascade.[@b20-ijn-12-7737] It plays an important role on the recruitment of mesenchymal stem cells and osteoblasts, the direct differentiation of skeletal stem cells toward bone, and the regulation of other osteogenic growth factors.[@b21-ijn-12-7737],[@b22-ijn-12-7737] However, lack of functional groups on the surface and chemical inertness of UHMWPE makes it difficult to loading VEGF on substrate material. Silk fibroin (SF) is a commonly available biopolymer, which has good bio-compatibility and other suitable mechanical properties.[@b23-ijn-12-7737] SF scaffold has been proved to be a suitable vehicle to release VEGF in vivo and subsequently induce the homing and differentiation of MSCs.[@b24-ijn-12-7737],[@b25-ijn-12-7737] Therefore, we hypothesized that SF coating loaded with VEGF has a positive effect on the improvement of biological performance of UHMWPE.

The objective of this study is to enhance angiogenesis and osseointegration at the healing interface between implanted UHMWPE and host bone via modifying the UHMWPE with VEGF loaded on SF. Bone marrow stromal cells (BMSCs) were cultured on the surface of UHMWPE to evaluate the cellular morphology and proliferation in vitro. Moreover, an anterior cruciate ligament (ACL) reconstruction model rabbit was used to assess the biological performance of UHMWPE grafts on angiogenesis and osseointegration in vivo.

Methods
=======

Preparation of SF/VEGF coating on UHMWPE fibers
-----------------------------------------------

Pristine UHMWPE fibers were provided by Shanghai Kinetic Medical Co., Ltd. (Shanghai, China). Chemical modification with chromic acid was adopted as the pretreatment method. Briefly, UHMWPE fibers were immersed in 75% (v/v) ethanol to remove the surface impurities, modified in chromic acid solution, which was a compound of K~2~Cr~2~O~7~, H~2~SO~4~, and H~2~O (1:20:2, w/v/w), and treated with ultrasonic for 15 min at 60°C. Subsequently, the modified UHMWPE fibers were washed by deionized water until a constant pH 7 was reached and then dried at room temperature.

SF solution was prepared by degumming twice in 5% (w/w) Na~2~CO~3~ boiling solution for 30 min each time and then dissolving in 9.3 M LiBr solution. The crude solution was dialyzed against deionized water with a dialysis membrane of 14,000 Da cutoff to remove the salt ions in the solution for 72 h at room temperature, followed by spinning in a centrifuge at 8,000 rpm for 10 min. After being filtered, the supernatant was collected and stored at 4°C, which is an SF aqueous solution with concentratioñ4% (w/w). A total of 20 μg/mL VEGF solution was prepared with 10 μg VEGF (PeproTech, Rocky Hill, NJ, USA) dissolved in 500 μL of 0.1% bovine serum albumin aqueous solution and stored at −20°C. A total of 1 mL of VEGF solution was added into 100 mL of 4% (w/w) refined SF solution, and the VEGF concentration in the new solution is 200 ng/mL.

The chromic acid-treated UHMWPE was placed in SF solution or VEGF/SF solution at 4°C for 12 h. All the experiments were conducted with the following three groups: the pristine UHMWPE group; the UHMWPE--SF group, which is referred to UHMWPE coated with pure SF; the UHMWPE--SF/VEGF group, which is referred to UHMWPE coated with both SF and VEGF ([Figure 1](#f1-ijn-12-7737){ref-type="fig"}).

Characterizations
-----------------

The morphology of samples in three groups was evaluated by field emission scanning electron microscopy (FESEM; S-4800; Hitachi Ltd., Tokyo, Japan) at an accelerating voltage of 10 kV after gold spouting.

Attenuated total reflectance (ATR) on a Fourier transform infrared (FTIR) Nicolet 6700 spectrophotometer was performed in the range of 1,000 to 4,000/cm with spectral resolution of 4/cm to assess the structure of SF and SF/VEGF. Furthermore, samples of three groups were immersed in deionized water for 24 h and, then, evaluated by ATR-FTIR against to investigate the solubility of SF coating.

Surface wettability of samples was evaluated by water contact angle (JC200C1; Zhongchen Co., Shanghai, China). Images of droplets were recorded through image analyzer to measure the contact angles.

Samples with a length of 10 cm and a diameter of 0.6 mm were applied to measure the tensile strength by an electronic universal testing machine (CXT-4104; MTS Systems Corporation, Eden Prairie, MN, USA). The strain rate and gage length in the measurements were 10 mm/min and 40 mm, respectively.

VEGF release study
------------------

The UHMWPE samples (n=6) coated with VEGF/SF was immersed in 1 mL of 1 M Dulbecco's Phosphate Buffered Saline (pH =7.4) and incubated on a shaking bath (125 rpm) at 37°C. A total of 1 mL of supernatant was collected and replaced with an equal volume of fresh phosphate buffered saline at each selected time point. The total collected supernatant of 6 mL at each time point was centrifuged for 2 min (100,000× *g*, 4°C) and then freeze-dried to a volume of 60 μL. The release of VEGF was quantified using ELISA kit (Abcam, Cambridge, UK) according to the manufacturer's instructions.

Cytocompatibility tests
-----------------------

BMSCs were isolated from New Zealand White rabbits with an average weight of 2.5 kg and cultured in Dulbecco's Modified Eagle's Medium (Thermo Fisher Scientific, Waltham, MA, USA) at 37°C with 5% CO~2~ in the incubator. BMSCs on passage 3 used for the experiments were diluted to a cell density of 1×10^5^/mL. A total of 500 μL cells' suspension was dispensed into each well with one sample sheet at the bottom. After 24 h of cell culture, the sheets were transferred into another 24-well plate, followed by adding 500 μL of complete medium in each well.

After culture for 3, 7, and 14 days, the samples were fixed by 2.5% glutaraldehyde for 2 h and followed by dehydration with graded ethanol. FESEM was used to observe the morphology of cells. The samples were sputtered with gold for 120 s at a current of 10 mA.

Cell counting was performed using cell counting kit-8 (CCK-8) assay at different time points (3, 7, and 14 days) (n=3). A total of 50 μL of CCK-8 solution (Dojindo, Tokyo, Japan) was added into each well and reacted for 4 h in the incubator. A total of 100 μL of supernatant was transferred to a 96-well plate, and the absorbance was measured at 450 nm with a microplate reader (Multiskan FC, Waltham, MA, USA). The standard curve was established according to the data of calibration materials of the kit to calculate the corresponding cell number of each specimen.

Animal experiments
------------------

All the animal experiment protocols were approved by the Animal Research Committee of Shanghai Jiaotong University Animal Science Department. All procedures were performed following the Guide for the Care and Use of Laboratory Animals of the National Institutes of Health and the Animal Welfare Act. A total of 36 male New Zealand White rabbits (2.8--3.2 kg) were performed ACL reconstruction surgery ([Figure 1](#f1-ijn-12-7737){ref-type="fig"}). The animals were generally anesthetized with intramuscular injection of 0.8 mL of xylazine hydrochloride and 0.8 mL of diazepam. The left hind limb was shaved and prepped with betadine. The operative areas were draped, and sterile technique was ensured throughout the procedure. First, a 3--4 cm medial arthrotomy was made to expose and excise the ACL. Second, 2 mm diameter bone tunnels were drilled at the femoral and tibial anatomical insertions of the native ACL using a Kirschner wire. Third, the braided grafts were placed through the tunnels and knotted at both ends out of the femoral and tibial bone tunnel. After the graft was fixed firmly, the wound was irrigated with sterile saline solution. Finally, capsular layers and skins were closed using 3--0 sutures. The animals were returned to cages without immobility. The penicillin was injected into these animals intramuscularly with 100,000 U/kg for consecutive 3 days after surgery. Three rabbits in each group were sacrificed 6 weeks postoperatively, and the femur--graft--tibia complex (FGTC) samples were collected for histological evaluation. Then, eight rabbits of each group were sacrificed 12 weeks postoperatively, and FGTC samples were collected for microcomputed tomography (micro-CT) scan, histological evaluation, and biomechanical test. In addition, three rabbits undergone the same operation procedure with no grafts were sacrificed 1 day after surgery to collect specimens to perform micro-CT scan.

Histological examinations
-------------------------

The FGTC specimens were fixed in 10% formalin, decalcified, and embedded in paraffin after micro-CT scan. Five micron thick sections were cut perpendicularly to the longitudinal axis of the bone tunnel. The sections were stained with the hematoxylin and eosin stain, the Masson trichrome stain, and the PicroSirius red stain to distinguish fibrous and bony tissue. Polarized light microscopy (Olympus DM2500P; Leica Microsystems, Wetzlar, Germany) was used to visualize the sections. Digital images were captured to evaluate the histomorphology.

Micro-CT analysis
-----------------

The bone tunnel areas and bone mass in peri-implant tissue were assessed with Skyscan 1176 micro-CT imaging system (BrukerOptik GmbH, Ettlingen, Belgium). Specimens were scanned perpendicularly to the long bone axis at a spatial resolution of 18 μm (1 mm aluminum filter, 65 kV, 378 μA). NRecon, DataViewer, and CTVox were used to analyze the data. The cross-sectional areas of the bone tunnels at which the depth was 5 mm from the femur joint surface and tibial joint surface were selected. ImageJ software was applied to measure the bone tunnel areas. A cylinder-shaped region of interest (4 mm in diameter and 4 mm in height) around the bone tunnel was chosen, and the reconstructed 3D datasets were analyzed to obtain the trabecular bone volume fraction of the total tissue volume of interest (BV/TV) value. Three rabbits sacrificed 1 day after surgery were used to obtain the base values of bone tunnel area and BV/TV.

Biomechanical testing
---------------------

The FGTC specimens (n=3 in each group) were harvested and carefully dissected to remove the surrounding soft tissue until only the ACL graft connecting the femur and tibia. Two specifically designed clamps were used to fix the femur and the tibia in order to ensure the two bones maintaining perpendicular in the testing machine (AGS-X; Shimadzu, Co., Kyoto, Japan). A preload of 1 N followed by a load displacement rate of 2 mm/min were applied to the samples until failure, which was defined that the graft was pulled out or ruptured. The load to failure was recorded to estimate the graft--bone healing.

Statistical analysis
--------------------

Data were reported as mean ± standard deviation. Analysis of variance and Tukey's test for multiple comparisons were used to determine the groups with significant difference. All analyses were performed using GraphPad Prism v.6.01 and *p*\<0.05 was considered to be significant.

Results
=======

Characterizations
-----------------

The surface morphologies of UHMWPE fibers before and after immersion in SF solution were observed by FESEM. As shown in [Figure 2A and B](#f2-ijn-12-7737){ref-type="fig"}, the surfaces of UHMWPE fiber were smooth. After the introduction of SF, increased surface roughness and bridging SF coating among fibers were observed in both UHMWPE--SF/VEGF group and UHMWPE--SF group ([Figure 2C--F](#f2-ijn-12-7737){ref-type="fig"}).

The secondary structures of the coating were analyzed by FTIR ([Figure 2G](#f2-ijn-12-7737){ref-type="fig"}). The characteristic peaks of UHMWPE at 719, 729, 1,463, 2,850, and 2,913/cm were ascribed to the vibrations of CH~2~ in the UHMWPE chain.[@b26-ijn-12-7737] After samples were immersed in SF solution and tested, the typical peaks of SF at 1,629/cm (for amide I) and 1,520/cm (for amide II) exhibited, which proved that there was some β-sheet formation of SF.[@b25-ijn-12-7737] This result verified that the UHMWPE fibers were coated by SF and in agreement with the FESEM results. There were no new characteristic peaks observed after the introduction of VEGF because the spectrum of SF was similar to the spectrum of SF. The SF coating samples were placed in water for 24 h to observe the solubility of SF. The characteristic peak intensity was not weakened significantly after 24 h water immersion ([Figure 2G-d and G-e](#f2-ijn-12-7737){ref-type="fig"}), demonstrating the stability of SF coating.

The surface hydrophilia of the UHMWPE group was analyzed by water contact angle measurement ([Figure 2H](#f2-ijn-12-7737){ref-type="fig"}). The contact angle of the UHMWPE--SF group (74.50°±3.27°) and the UHMWPE--SF/VEGF group (76.07°±4.87°) was significantly smaller than the pristine UHMWPE (110.40°±7.46°), demonstrating that the surface hydrophilia of the UHMWPE group was increased after coating with SF and SF/VEGF.

The tensile strengths of the UHMWPE group, the UHMWPE--SF group, and the UHMWPE--SF/VEGF group were 1.676±0.041, 1.609±0.053, and 1.488±0.062 GPa, respectively. There was no significant difference among the three groups ([Figure 2I](#f2-ijn-12-7737){ref-type="fig"}). The slight decrease in tensile strength after coating with SF and SF/VEGF may be attributed to the chain scission of macromolecules during the chromic acid modification process.

According to the ELISA results ([Figure 3A](#f3-ijn-12-7737){ref-type="fig"}), the cumulative release profile of VEGF-loaded SF coating exhibited a sustained release of VEGF for up to 28 days with an initial burst release.

In vitro cytocompatibility
--------------------------

Statistical analysis of CCK-8 results ([Figure 3B](#f3-ijn-12-7737){ref-type="fig"}) indicated that when cultured for 3 and 7 days, cell proliferation levels in the UHMWPE--SF/VEGF group and the UHMWPE--SF group were higher than that in the UHMWPE group. After 14-day cultivation, the difference between the UHMWPE--SF/VEGF group and the UHMWPE--SF group was significant. Moreover, cell morphology of the samples of three groups was observed by FESEM after culture for 3, 7, and 14 days ([Figure 3C](#f3-ijn-12-7737){ref-type="fig"}). Few BMSCs were distributed on the pristine UHMWPE, and most of cells were oval-shaped until be cultured for 7 days. Filopodia of BMSCs adhered on the surface of UHMWPE could not be observed until 14-day cultivation. In the UHMWPE--SF group and the UHMWPE--SF/VEGF group, it was observed that BMSCs clustered on the surface after 7-day culture. BMSCs adhered extensively on the surface of UHMWPE--SF/VEGF after 14-day culture. Overall, BMSCs in the UHMWPE--SF/VEGF group showed a better proliferation and adhesion.

In vivo histological evaluation
-------------------------------

Animal testing was performed to observe the effect of SF/VEGF coating on angiogenesis of peri-implant tissue and histocompatibility of UHMWPE. Histological evaluation based on the histomorphology of hematoxylin-eosin staining and collagen structure of Masson trichrome staining was performed to assess graft--bone integration at 6 and 12 weeks after surgery. The graft--bone interface tissue was mainly constitutive of cellular and vascular fibrous tissue. In the UHMWPE group, the graft was circled by scattered collagen tissue and a great number of collagen formed adhering to the bone side. There was an obvious gap between collagen-circled graft and collagen-adhering bone 6 weeks postoperatively ([Figure 4A and B](#f4-ijn-12-7737){ref-type="fig"}). At the time of 12 weeks after surgery, abundant cells with round or oval nucleus stacked along the border of host bone and the broad interface between graft and bone were filled with disorderly collagen tissue ([Figure 4C and D](#f4-ijn-12-7737){ref-type="fig"}). In the UHMWPE--SF group, the collagen uniformly distributed along the bone penetrating into the graft fibers 6 weeks after surgery ([Figure 4E and F](#f4-ijn-12-7737){ref-type="fig"}). The well-organized collagen aggregated more broadly at the interface at the time of 12 weeks after surgery ([Figure 4G and H](#f4-ijn-12-7737){ref-type="fig"}). In the UHMWPE--SF/VEGF group, well-organized collagen tissue attached to the bone side and plentiful blood vessels were observed postoperatively at the time of 6 weeks ([Figure 4I and J](#f4-ijn-12-7737){ref-type="fig"}). At the time of 12 weeks after surgery, the graft and bone fit closely with dense and uniformly oriented collagen and blood vessel grew into the graft ([Figure 4K and L](#f4-ijn-12-7737){ref-type="fig"}). Newly formed vessels at the interface were obviously observed in the UHMWPE--SF/VEGF group. The histological evaluation results proved that SF/VEGF coating promoted the angiogenesis of peri-implant tissue and enhanced the orderly arrangement of newly formed collagen.

Furthermore, the PicroSirius red staining was performed to analyze the collagen types at the time of 12 weeks after surgery. As shown in [Figure 5](#f5-ijn-12-7737){ref-type="fig"}, sections were observed under normal and polarizing condition. In the UHMWPE group, disordered collagen tissue was observed at the interface. In the UHMWPE--SF group, collagen fibers at the interface oriented themselves parallel to the implant surface. In the UHMWPE--SF/VEGF group, collagen fibers connecting the host bone directly were observed. The collagen connecting the host bone at the interface was mainly composed of collagen III in the UHMWPE group and the UHMWPE--SF group. In the UHMWPE--SF/VEGF group, collagen I bridged graft and bone and penetrated into the graft fibers at the interface. The arrangement of collagen was more ordered in the UHMWPE--SF group and the UHMWPE--SF/VEGF group than that in the UHMWPE group, which was consistent with above Masson staining results.

Micro-CT analysis
-----------------

The peri-implant bone tissues were analyzed by measuring the bone tunnel areas and BV/TV values at the time of 12 weeks postoperatively ([Figure 6](#f6-ijn-12-7737){ref-type="fig"}). The base value of bone tunnel area measured at the time of 1 day after surgery was 12.53±0.07 mm^2^. The bone tunnel areas of the UHMWPE group, the UHMWPE--SF group, and the UHMWPE--SF/VEGF group were 16.39±0.74, 14.67±0.36, and 12.87±0.71 mm^2^, respectively. As shown in [Figure 6B](#f6-ijn-12-7737){ref-type="fig"}, the areas of bone tunnels were enlarged in the UHMWPE and UHMWPE--SF groups at the time of 12 weeks after surgery. The bone tunnel area of the UHMWPE--SF/VEGF group was significantly smaller than that of the other two groups. The base value of BV/TV measured at the time of 1 day after surgery was 19.86%±0.43%. The BV/TV values of the UHMWPE group, the UHMWPE--SF group, and the UHMWPE--SF/VEGF group were 9.35%±2.25%, 13.16%±2.16%, and 17.08%±1.81%, respectively. As shown in [Figure 6C](#f6-ijn-12-7737){ref-type="fig"}, compared to the base value, the BV/TV value in the UHMWPE and UHMWPE--SF groups decreased. The area of BV/TV in the UHMWPE--SF/VEGF group was higher than that in the other two groups.

Mechanical testing
------------------

The maximum pull-out load and stiffness of the implanted ACL grafts were analyzed to assess the anchoring strength between graft and host bone at the time of 12 weeks post-operatively ([Figure 7](#f7-ijn-12-7737){ref-type="fig"}). All specimens failed when the grafts were pulled out from the bone tunnel. No failures occurred as a result of graft rupture. Failure loaded in the UHMWPE--SF/VEGF group (93.34±4.31 N) was significantly higher than that in the other two groups. Failure loaded in the UHMWPE group (43.08±7.80 N) was significantly lower compared to the other groups. The difference of failure load between the UHMWPE group (43.08±7.80 N) and the UHMWPE--SF group (72.54±7.21N) was significant. Similarly, the stiffness in the UHMWPE--SF/VEGF group (45.63±3.93 N/mm) was significantly higher than that in the other two groups. The difference of stiffness between the UHMWPE group (21.67±1.52 N/mm) and the UHMWPE--SF group (35.93±3.16 N/mm) was significant.

Discussion
==========

The chemical inertness and poor interfacial adhesion of UHMWPE were not conducive to cellular adhesion and proliferation. The quality of graft--bone reaction depends on implant, surface topography, and biological activity.[@b27-ijn-12-7737],[@b28-ijn-12-7737] Surface modification is commonly used to enhance graft--bone integration, such as plasma treatment,[@b29-ijn-12-7737],[@b30-ijn-12-7737] acid etching,[@b31-ijn-12-7737] and chemical grafting.[@b32-ijn-12-7737],[@b33-ijn-12-7737] Besides, the delivery method of localized drugs or growth factors is found to be an efficient method to overcome graft associated problems including healing deficits and bacterial infection.[@b34-ijn-12-7737],[@b35-ijn-12-7737] In the present study, the surface modification technique was used to coat the biological active factor on the surface of UHMWPE fibers. Chromic acid treatment was applied to introduce functional groups to the surface of fibers and etch the amorphous regions of fibers. Then, SF loading growth factor VEGF was coated on the modified surface of UHMWPE to achieve a sustained release effect. A total of 200 ng/mL of VEGF/SF has been proved to improve neovascularization in rabbit model,[@b36-ijn-12-7737] so solution of 200 ng/mL of VEGF/SF was made to accomplish dip coating in this study. With our modified method, the UHMWPE fibers were endowed with biological activity using SF as the medium. Meanwhile, the surface hydrophilia of UHMWPE fibers was increased after SF/VEGF coating. An ideal modification method contributes to acquire desired properties without damaging other favorable characters. Manoj Kumar et al[@b37-ijn-12-7737] engineered a thin porous surface layer on UHMWPE substrate by etching and lyophilizing technique and impregnated gentamicin loaded chitosan to achieve an antibacterial effect. However, the hardness and elastic modulus decreases were concomitant due to the chitosan filled in the pores and the presence of partially unfilled pores on the surface. The tensile strength testing results in this study proved that the modification could be achieved without compromising the mechanical behavior of UHMWPE fibers.

Surface modifications change the hydrophilicity, morphology, energy, microstructure, and roughness of material, resulting in an impact on cytocompatibility. Considering that first cells migrating at the graft surface are multipotent mesenchymal cells,[@b38-ijn-12-7737] BMSCs could be adopted to investigate the cytocompatibility of UHMWPE in this study. According to the FESEM observation and CCK-8 results, BMSCs exhibited a better proliferation and adhesion performance after SF/VEGF was coated on the surface of UHMWPE. SF coating improves the surface roughness of UHMWPE, and it is evident that rough surface enhances the process of cell attachment with rich filopodia extension.[@b39-ijn-12-7737],[@b40-ijn-12-7737] The increased surface roughness even outweighs the enhanced wettability for the adhesion and proliferation of fibroblast cells.[@b18-ijn-12-7737] Besides, as a versatile biomaterial in tissue engineering, SF is capable of supporting the proliferation and differentiation of BMSCs along the osteogenic lineage.[@b41-ijn-12-7737] The proliferation level of BMSCs in the UHMWPE--SF/VEGF group was significantly higher than that of the UHMWPE--SF group after 14-day cultivation, because the sustained VEGF release was conductive to BMSC proliferation and adhesion. Zhang et al[@b42-ijn-12-7737] demonstrated that VEGF stimulated the proliferation and osteogenic differentiation of BMSC by promoting the expression of heme oxygenase-1. Besides, VEGF regulated BMSC fate by increasing osteoblast differentiation and reducing adipocyte differentiation.[@b43-ijn-12-7737] Therefore, sustained release of VEGF from the SF coating can contribute to solve the problem of peri-implant osteolysis.

There are two types of connection at native interface between ACL ligament and bone:[@b44-ijn-12-7737] direct insertion and indirect insertion. The former is composed of the following four zones: tendon, unmineralized fibrocartilage, mineralized fibrocartilage, and bone. The latter contains collagen fibers called Sharpey's fibers blending with periosteal collagen, thus anchoring to underlying bone. According to the result of using a calcium phosphate apatite/polydopamine hybridized-polyethylene terephthalate graftin ACL reconstruction rabbit model, fibrocartilage transitional zones were observed at the time of 12 weeks after surgery.[@b45-ijn-12-7737] According to the result of using soft tissue autografts in ACL reconstruction rabbit model, Sharpey-like oblique collagen bound to the bone was observed at the time of 2 weeks after surgery.[@b46-ijn-12-7737] Fibrocartilage transitional zones were not observed in our study due to the lack of osteoinduction and osteoconduction of UHMWPE. At 12 weeks postoperatively, Sharpey-like fibers connecting to the host bone were observed in the UHMWPE--SF/VEGF group, which formed much later than the autografts. As soon as the graft was implanted in vivo, a layer of water molecule would form around the graft, facilitating extracellular matrix proteins to adsorb on the implant surface.[@b47-ijn-12-7737] The proteins then regulated cellular adhesion, migration, and differentiation initially. It is difficult for cells to colonize on the surface of the pristine UHMWPE due to its poor hydrophilicity. Consequently, BMSCs' aggregation was hindered in the initial stage after surgery. In this study, it was observed that the integration between UHMWPE grafts and host bone relied on a layer of fibrous tissue. VEGF helped to induce cells to form capillary-like tubules to increase the vascularity of implant site, which might help the Sharpey-like fibers to anchor to the bone in the UHMWPE--SF/VEGF group. It was noted that there was no new bone formation in this study. Similarly, Zhang et al[@b42-ijn-12-7737] found that the single VEGF from the silk gel or silk scaffold only promoted angiogenesis and more tissue infiltration into the gel or scaffold, in which no bone regeneration was observed, while combining VEGF and BMP-2 released from the silk gel or silk scaffold could promote angiogenesis and new bone formation.[@b48-ijn-12-7737],[@b49-ijn-12-7737] Besides, graft motion in the bone tunnel could be inevitable in ACL reconstruction model, which impeded bone regeneration. It was verified that interfacial implant movement will lead to soft tissue formation instead of bone.[@b50-ijn-12-7737]

As a structure tie, a synthetic device for ACL reconstruction is required to undertake constantly tensile load. Such implants can fail due to implant motion, inflammation, bone resorption, and osteolysis.[@b51-ijn-12-7737] According to our micro-CT analysis, the bone resorption and osteolysis around UHMWPE grafts were ameliorated by SF/VEGF coating. In contrast to the high tensile strength of collagen I fibers, collagen III is less orderly and thinner.[@b52-ijn-12-7737] Therefore, in the UHMWPE--SF/VEGF group, the connecting between graft and bone was the firmest and the failure load and stiffness were the highest. This might decrease the frequency and magnitude of motion of the graft inside the bone tunnel. A total of 150 μm of oscillating motion of metal implants hindered the bone in growth when scaffolds were implanted in dog distal femurs.[@b53-ijn-12-7737] Although the exact permissible motion value for UHMWPE is still unknown, it was suggested that the orderly anchoring collagen I fibers binded graft strongly to bones such that there was minimal movement between the implant and host tissue. In contrast, although there was no new bone formation, VEGF promoted the angiogenesis so that the vascular networks support the metabolic demands of repair and the influx of cells providing osteogenic cues,[@b54-ijn-12-7737] which is adverse to the activity of osteoclasts.[@b55-ijn-12-7737]

The graft choice for ACL reconstruction is the focus of attention in sports medicine.[@b56-ijn-12-7737] Prosthetic ligaments could not only avoid the disadvantages of autografts and allografts such as donor site injury, immunological reaction, and disease transmission, but also allow early rehabilitation with more rapid return to a preinjury level of activity.[@b57-ijn-12-7737] In our study, VEGF loaded by SF coating onto the surface of UHMWPE enhanced the biological performance of UHMWPE fibers, which revealed the potential application inartificial ligaments. UHMWPE-braided graft had been used as an ACL reconstructive option,[@b58-ijn-12-7737] but researches about its clinical outcomes were rarely reported due to the withdraw of artificial ligaments from the market after a short-time availability. The ultimate failure load for native young specimens of the femur--ACL--tibia complex was 2,160±157 N.[@b59-ijn-12-7737] At present, artificial ligaments available are mainly made of polyester.[@b57-ijn-12-7737] Compared to polyester, the high performance of UHMWPE in mechanical behavior makes it possible for prosthetic ligament to meet the mechanical requirement of ACL with a smaller cross-sectional area. Thereupon, the size of the bone tunnel needed drilling during ACL reconstruction operation could be smaller, which is a favorable factor for bone regeneration.[@b60-ijn-12-7737] This could be another advantage for UHMWPE application in artificial ligament needed to be investigated further.

Conclusion
==========

In this study, a novel strategy was used to modify UHMWPE with biological activity. The incorporation of VEGF onto the surface of UHMWPE ensured through the medium SF and sustained release effect of VEGF was accomplished up to 28 days. VEGF loaded by SF coating onto the surface of UHMWPE increased the angiogenesis at the interface and enhanced the anchoring strength between graft and bone and, thus, ameliorated the bone resorption and osteolysis of peri-implant bone tissue. It is suggested that SF/VEGF coating is of great potential for the application of UHMWPE to ACL reconstruction.
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**Abbreviations:** SF, silk fibroin; UHMWPE, ultra-high-molecular-weight polyethylene; VEGF, vascular endothelial growth factor.](ijn-12-7737Fig1){#f1-ijn-12-7737}

###### 

Characterizations of the UHMWPE group, the UHMWPE--SF group, and the UHMWPE--SF/VEGF group.

**Notes:** Scanning electron microscopy observation of UHMWPE (**A**), UHMWPE--SF (**C**), and UHMWPE--SF/VEGF (**E**). Partial magnifications of the black rectangle area are displayed in the right column (**B**, **D**, and **F**). (**G**) ATR-FTIR spectrum of UHMWPE (a), UHMWPE--SF (b), and UHMWPE--SF/VEGF (c), UHMWPE--SF after immersion for 24 h (d), and UHMWPE--SF/VEGF after immersion for 24 h (e). (**H**) Water contact angle of three groups. Water contact angle images of UHMWPE (a), UHMWPE--SF (b), and UHMWPE--SF/VEGF (c). ^\*\*^*P*\<0.01. (**I**) Tensile strength of three groups.

**Abbreviations:** ATR-FTIR, attenuated total reflectance Fourier transform infrared; SF, silk fibroin; UHMWPE, ultra-high-molecular-weight polyethylene; VEGF, vascular endothelial growth factor.
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![VEGF release profile of the UHMWPE--SF/VEGF group and cell proliferation and morphology of the UHMWPE group, the UHMWPE--SF group, and the UHMWPE--SF/VEGF group.\
**Notes:** (**A**) Cumulative release of VEGF from SF coating displaying a sustained release of VEGF during 28 days. (**B**) BMSC viability in the scaffolds was detected with CCK-8. ^\*\*^*P*\<0.01 compared to the UHMWPE group. ^\#^*P*\<0.05 compared to the UHMWPE--SF group. (**C**) Scanning electron microscopic images of cell morphology in three groups at 3, 7, and 14 days.\
**Abbreviations:** CCK-8, cell counting kit-8; SF, silk fibroin; UHMWPE, ultra-high-molecular-weight polyethylene; VEGF, vascular endothelial growth factor.](ijn-12-7737Fig3){#f3-ijn-12-7737}

![Histological characterization of the UHMWPE group, the UHMWPE--SF group, and the UHMWPE--SF/VEGF group at the time of 6 and 12 weeks after surgery.\
**Notes:** (**A**, **E**, **I**) HE staining and (**B**, **F**, **J**) Masson staining evaluation of the graft--bone interface at 6 weeks after surgery. (**C**, **G**, **K**) HE staining and (**D**, **H**, **L**) Masson staining evaluation of the graft--bone interface at 12 weeks after surgery. Yellow imaginary line shows the border of graft and host bone. Newly formed blood vessels at the interface were indicated by white arrowheads. Bar =50 μm.\
**Abbreviations:** G, graft; HB, host bone; IF, interface; SF, silk fibroin; UHMWPE, ultra-high-molecular-weight polyethylene; VEGF, vascular endothelial growth factor; HE, hematoxylin and eosin.](ijn-12-7737Fig4){#f4-ijn-12-7737}

![PicroSirius red staining evaluation results of the UHMWPE group, the UHMWPE--SF group, and the UHMWPE--SF/VEGF group at the time of 12 weeks after surgery.\
**Notes:** Images observed under normal condition are shown on the first row. Corresponding sections observed under polarizing condition are shown on the second row. Partial magnifications of the red rectangle area are displayed on the third row. Dense and parallel collagen bundles with red, orange, and yellow birefringent fibers suggest the presence of type I collagen (marked by \*symbols). Loose collagen bundles with green birefringent fibers suggest the presence of type III collagen (marked by ^\#^symbols). Bar =50 μm.\
**Abbreviations:** G, graft; HB, host bone; IF, interface; SF, silk fibroin; UHMWPE, ultra-high-molecular-weight polyethylene; VEGF, vascular endothelial growth factor.](ijn-12-7737Fig5){#f5-ijn-12-7737}

![Micro-CT analysis of at the UHMWPE group, the UHMWPE--SF group, and the UHMWPE--SF/VEGF group at the time of 12 weeks after surgery.\
**Notes:** (**A**) Micro-CT scans of specimens from three groups at the time of 12 weeks after surgery. The cross-sectional areas of the bone tunnels at the depth of 5 mm from the femur joint surface and tibial joint surface were measured. Representative axial micro-CT images: the upper and lower panels show images obtained from femur and tibia, respectively. Areas within the red dotted circles represent the cross-sectional areas that were measured for each bone tunnel. (**B**) Quantification of cross-sectional areas of the bone tunnels. (**C**) The trabecular bone volume fraction of the total tissue volume of interest (BV/TV) value. ^\*^*P*\<0.05; ^\*\*^*P*\<0.01.\
**Abbreviations:** micro-CT, microcomputed tomography; SF, silk fibroin; UHMWPE, ultra-high-molecular-weight polyethylene; VEGF, vascular endothelial growth factor.](ijn-12-7737Fig6){#f6-ijn-12-7737}

![Mechanical examinations for graft--bone healing in a rabbit model at 12 weeks after surgery.\
**Notes:** (**A**) Digital camera image of biomechanical test experiment of implanted graft. Red arrow points to the graft. (**B**) Comparison of maximal failure load among three groups. (**C**) Comparison of stiffness among three groups. ^\*^*P*\<0.05; ^\*\*^*P*\<0.01.\
**Abbreviations:** SF, silk fibroin; UHMWPE, ultra-high-molecular-weight polyethylene; VEGF, vascular endothelial growth factor.](ijn-12-7737Fig7){#f7-ijn-12-7737}
